
Performance of Continuous PM2.5

Monitors at a Monitoring Site in 
Ottawa, Canada

Performance of Continuous PMPerformance of Continuous PM2.52.5

Monitors at a Monitoring Site in Monitors at a Monitoring Site in 

Ottawa, CanadaOttawa, Canada

Tom Dann

Luc White, Alain Biron 

Environment Canada, ETC, Ottawa

Tom DannTom Dann

Luc White, Alain Biron Luc White, Alain Biron 

Environment Canada, ETC, OttawaEnvironment Canada, ETC, Ottawa

Environment Environnement
Canada Canada

National Air Monitoring Conference, November 2006



Growth in PMGrowth in PM2.52.5 Monitoring in Canadian Monitoring in Canadian 

National Air Pollution Surveillance National Air Pollution Surveillance 

(NAPS) Network(NAPS) Network
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Existing PMExisting PM2.52.5 Monitoring Sites in Monitoring Sites in 

Canada (2005) reporting to NAPSCanada (2005) reporting to NAPS

PM2.5

BAMs

TEOMs

Filter-based



US EPA: National Ambient Air Quality US EPA: National Ambient Air Quality 

Standards for PM Final RuleStandards for PM Final Rule

October 16, 2006October 16, 2006

Limits for EquivalencyLimits for Equivalency

�� Slope: 1 Slope: 1 ±± 0.10.1

�� Intercept: Intercept: --2.0 to 2.02.0 to 2.0

�� Correlation Coefficient: 0.93 to 0.95 Correlation Coefficient: 0.93 to 0.95 
(depends on range of concentrations (depends on range of concentrations 
measured)measured)

�� Precision: < 15%Precision: < 15%
Note: only values greater than 3 Note: only values greater than 3 µµg/mg/m³³

are includedare included



Ottawa Monitoring SiteOttawa Monitoring Site

�� Study Period: May 2004 Study Period: May 2004 –– presentpresent

378 days of data for 1 or more continuous 378 days of data for 1 or more continuous 

instruments with filterinstruments with filter--based databased data

�� 24h PM24h PM2.52.5 MaxMax: 64 : 64 µµg/mg/m³³ 9898thth PercPerc: 37 : 37 µµg/mg/m³³

MeanMean: 10.0 : 10.0 µµg/mg/m³³

�� Temperature Range: Temperature Range: --2727°°C to 29C to 29°°CC

�� Filter based samplers: R&P Filter based samplers: R&P PartisolPartisol FRM and FRM and 

R&P R&P PartisolPartisol Sequential DichotSequential Dichot



Ottawa Monitoring SiteOttawa Monitoring Site

�� MetMet--One BAM 1020One BAM 1020 May 2004May 2004

�� R&P 1400AB TEOM (40R&P 1400AB TEOM (40 °°C)C) May 2004May 2004

�� TEOM SES (30TEOM SES (30°°C)C) May 2004May 2004

�� TEOM FDMS TEOM FDMS July 2004July 2004

�� GRIMM 180 GRIMM 180 (PM(PM1010, PM, PM2.52.5, PM, PM1.01.0)) Oct. 2005Oct. 2005

�� Thermo SHARP 5030Thermo SHARP 5030 June 2006June 2006



Linear regression results for 24h data Linear regression results for 24h data –– TEOMTEOM--

SES Ottawa (2004SES Ottawa (2004--2006)2006)

Cold Season Bias

1:1 Line
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TEOM_Cold = 0.07 + 0.71 * FILTER

r = 0.977  n = 160

TEOM_Warm = -0.63 + 0.96 * FILTER

r = 0.980  n = 208



Seasonal Variations in Ammonium Nitrate at Seasonal Variations in Ammonium Nitrate at 

Canadian Sites (2004 Canadian Sites (2004 --2005)2005)
(Median, 25(Median, 25thth and 75and 75thth percentile, nonpercentile, non--outlier min and max)outlier min and max)

A
M

M
O

N
IU

M
 N

IT
R

A
T
E

 (
µ
g
/m

³)

Canterbury

1 2 3 4 5 6 7 8 9 10 11 12

0

2

4

6

8

10

12

14

16

18

20

St. Anicet

1 2 3 4 5 6 7 8 9 10 11 12

Montreal - Ontario St.

1 2 3 4 5 6 7 8 9 10 11 12

Toronto - Gage

1 2 3 4 5 6 7 8 9 10 11 12

0

2

4

6

8

10

12

14

16

18

20

Abbotsf ord

1 2 3 4 5 6 7 8 9 10 11 12

Burnaby

1 2 3 4 5 6 7 8 9 10 11 12



Seasonal Variations in Ammonium Sulphate at Seasonal Variations in Ammonium Sulphate at 

Canadian Sites (2004 Canadian Sites (2004 --2005)2005)

(Median, 25(Median, 25thth and 75and 75thth percentile, nonpercentile, non--outlier min and max)outlier min and max)
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MetMet--One BAM 1020One BAM 1020

�� lowlow--level Clevel C1414 radiation sourceradiation source

�� uses betauses beta--ray attenuation and a ray attenuation and a 
filter tape systemfilter tape system

�� inlet is heated but filter is at inlet is heated but filter is at 
ambient (station) temperatureambient (station) temperature

�� humidity problems in early humidity problems in early 
units caused higher readings in units caused higher readings in 
the summerthe summer

�� ‘‘smart heatersmart heater’’ is turned on by a is turned on by a 
relative humidity sensorrelative humidity sensor

�� hourly average outputhourly average output



Linear regression results for 24h dataLinear regression results for 24h data

BAM Ottawa (Warm Seasons 2004BAM Ottawa (Warm Seasons 2004--2006)2006)
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BAM45 = -0.9 + 1.34 * FILTER

r = 0.984  n = 54

BAM35 = -0.6 + 1.09 * FILTER
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Linear regression results for 24h dataLinear regression results for 24h data

BAM with 35% Humidity Setting BAM with 35% Humidity Setting 

Ottawa (2005Ottawa (2005--2006)2006)
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TEOMTEOM--FDMSFDMS



Linear regression results for 24h dataLinear regression results for 24h data

TEOMTEOM--FDMS Ottawa (2004FDMS Ottawa (2004--2006)2006)
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FDMS_Cold = -0.8 + 1.07 * FILTER

r = 0.993   n = 167

FDMS_Warm = -0.3 + 1.08 * FILTER

r = 0.969   n = 180



Grimm 180 MultiGrimm 180 Multi--channel Aerosol Spectrometerchannel Aerosol Spectrometer

Simultaneous measurement of PM1.0, PM2.5 and PM10

Particle counts by size (31 channels) and mass determination
using algorithms
No size cut on inlet – moisture control using Nafion dryer

Truly continuous (realTruly continuous (real--time)time)



Results for 24h data: Grimm 180 (Ottawa)Results for 24h data: Grimm 180 (Ottawa)

Oct. 2005 Oct. 2005 –– Sep. 2006Sep. 2006
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Grimm 180 Results Grimm 180 Results –– Ottawa Winter 2005Ottawa Winter 2005
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Grimm 180 Results Grimm 180 Results –– Ottawa Summer 2006Ottawa Summer 2006

0

5

10

15

20

25

30

35

5/
29

/2
00

6
6/

5/
20

06
6/

12
/2

00
6

6/
19

/2
00

6
6/

26
/2

00
6

7/
3/

20
06

7/
10

/2
00

6
7/

17
/2

00
6

7/
24

/2
00

6
7/

31
/2

00
6

8/
7/

20
06

8/
14

/2
00

6
8/

21
/2

00
6

C
o

n
c
. 

(µ
g

/
m

³
)

Grimm

Dichot



Humidity Effects on Grimm 180 (Ottawa)?Humidity Effects on Grimm 180 (Ottawa)?
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Linear regression results for 24h data: Linear regression results for 24h data: 

GRIMM and TEOMGRIMM and TEOM--FDMS (Ottawa)FDMS (Ottawa)
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Linear regression results for 1h data: Linear regression results for 1h data: 

GRIMM and TEOMGRIMM and TEOM--FDMS (Ottawa)FDMS (Ottawa)
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Linear regression results for 24h data: Linear regression results for 24h data: 

GRIMM PMGRIMM PM1010 (Ottawa Jan. (Ottawa Jan. –– Sep. 2006)Sep. 2006)
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n = 21   r = 0.975
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n = 56   r = 0.930



Linear regression results for 24h data: Linear regression results for 24h data: 

GRIMM PMGRIMM PM1010--2.52.5 (Ottawa Jan. (Ottawa Jan. –– Sep. 2006)Sep. 2006)
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Thermo SHARP 5030Thermo SHARP 5030
Synchronized Hybrid Ambient RealSynchronized Hybrid Ambient Real--time Particulate Monitortime Particulate Monitor

�� Truly continuous (realTruly continuous (real--time)time)

�� Combination nephelometer & Combination nephelometer & 
betabeta--ray attenuationray attenuation

�� Light scattering photometer is Light scattering photometer is 
continuously calibrated by beta continuously calibrated by beta 
attenuation mass sensor attenuation mass sensor 

�� Intelligent Moisture Reduction Intelligent Moisture Reduction 
(IMR) System heating the inlet (IMR) System heating the inlet 
tube; threshold is set at 40%tube; threshold is set at 40%



Linear regression results for 24h data: Linear regression results for 24h data: 

Sharp  5030 (Ottawa Jun. Sharp  5030 (Ottawa Jun. –– Sep. 2006)Sep. 2006)
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Performance During Air Mass Performance During Air Mass 

Change (Ottawa September 2006)Change (Ottawa September 2006)
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Performance During Air Mass Performance During Air Mass 

Change (Ottawa June 2006)Change (Ottawa June 2006)
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Cost Comparisons for Continuous PMCost Comparisons for Continuous PM2.52.5

Instruments (Canadian$):Instruments (Canadian$):

�� MetMet--One BAM 1020One BAM 1020 $24,000$24,000

�� R&P 1400AB TEOMR&P 1400AB TEOM $26,500$26,500

�� R&P SES KitR&P SES Kit $  4,750$  4,750

�� R&P 8500 FDMS KitR&P 8500 FDMS Kit $10,700$10,700

�� GRIMM 180 GRIMM 180 (PM(PM1010, PM, PM2.52.5, PM, PM1.01.0)) $32,000$32,000

�� Thermo SHARP 5030Thermo SHARP 5030 $23,700$23,700


